Sterile disposable packaged 10 per case 9-0212-70 --15Fr x 70CM with a Coude Tip 9-0212-72 --15Fr x 70CM with a Straight Tip
Precautions
Soft tissue damage or bronchial rupture may occur:
• The following for use with Coude Tip Introducer 4. At a minimum, the tip of the epiglottis must be visible * in order to direct the introducer to the glottic inlet. 5. Tactile confirmation of tracheal clicking will be felt as the distal tip of the introducer bumps against the tracheal rings. If tracheal clicking cannot be felt, continue to gently advance the introducer until "hold up" is felt. Tracheal "clicking" and "hold-up" are positive signs that the introducer has entered the trachea. No tracheal clicking or hold-up is indicative of esophageal placement. 6. Advance the introducer to a depth of approximately 25 cm so that the distal tip lies at least 2 to 3 cm beyond the glottic opening. 7. While holding the introducer securely and without removing the laryngoscope, advance the endotracheal tube over the proximal tip of the introducer. Once the endotracheal tube tip passes beyond the teeth, rotate the endotracheal tube 90°counter clockwise (1/4 turn to the left) so that the endotracheal tube bevel does not catch on the arytenoid cartilage. 8. Advance the endotracheal tube to the proper depth so that the tip of the endotracheal tube lies in the mid-trachea. 9. Holding the endotracheal tube securely, remove the introducer. 10. Confirm endotracheal intubation. 11. Do not clean or sterilize this disposable introducer, or use it on another patient.
